sty (| st — -7 K54 ] F0AH 2018411 H 21 H

Y I Eﬁ%ﬁ%%ﬁ?%@?é%iﬁ Ji[LEfjr T D ?%%ﬁ‘%%&b:%@ﬁ‘
(FAhram S E) AT ANEHR 2 s S
7 | EMHE S E | U211 ESH International Protocol revision 2010 | AfAfi 4S5 45 | TEL:
2t (AARRFTRIZ : UM-211) | @Blood Pressure M01.1itoring, B o HAER (B 03-5391-6120
Post Author Corrections: May 17, 2017 .
Validation of the A&D UM-211 device for | %) * 2% Y
office blood pressure measurement AT 4 T IVEE
according to the European Society of HEMESS M H
Hypertension International Protocol
revision 2010




